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INTRODUCTION
Bladder stones account for 5% of urolithiasis in industrialized countries. They are most commonly associated with urinary stasis caused by bladder outlet obstruction (1) . Endoscopic management of bladder stones utilizes similar equipment and techniques as kidney stones, however poses several unique challenges.
Endoscopic lithotripsy may be performed by a transurethral or percutaneous suprapubic approach using regular nephroscopy equipment. By creating a 1cm skin incision, the percutaneous Seldinger technique for bladder access remains pre-peritoneal and does not require a formal open cystotomy. Using a sheath, fragmentation may be performed using any lithotripter through a nephroscope. The challenges shared by each lithotripter is Vol. 41 (1): 134-138, January -February, 2015 doi: 10.1590/S1677-5538. IBJU.2015.01.18 localization and stabilization for fragmentation and retrieval.
The stakes for complete stone clearance are high; retained fragments (especially in BOO) are a risk for future stones, acute urinary obstruction, and persistent lower urinary tract symptoms. This technique has been used safely in adults, pediatrics, and in native, augmented, and neo-bladders (2) (3) (4) (5) (6) . The obstructive process inciting stone formation can also lead to bladder distention, diverticula formation, and chronically infected and infl amed mucosa.
Conduits, neobladders, and augmentation cystoplasties possess multiple folds, debris, mucus, foreign bodies (i.e. extruded clips and sutures). These not only increase the risk of bladder stones up to 40% in patients at two years (7) , but can increase the surgical time due to stone localization, fragmentation, and retrieval. Theoretically the risk of endoscopic bladder stones management in enteric augments/conduits is increased (compared to native bladders) due to the lack of a substantial muscularis layer, and unexpected vascular injuriy during percutaneous access.
In order to reduce stone debris spillage and improve fragmentation, our objective was to study bladder stone stabilization. As no current studies have assessed simultaneous stabilization and lithotripsy through a single scope during cystolithopaxy, we assessed a novel technique using an in vitro bladder stone model, with a new entrapment device. By stabilizing a stone during fragmentation, we hypothesize that we can improve effi ciency of ultrasonic and pneumatic lithotripsy.
The entrapment device used in this experiment was the UroNet Retriever™ (UN), an adaptation of gastroenterology's endoscopic RothNet, constructed to fi t fl exible and rigid scopes. Though its intended use is to gather coarse fragments after fracture, we sought to study its role in stone stabilization during fragmentation.
MATERIALS AND METHODS
Phantom Bego stones were created to 1cm maximum diameter, and 1±0.05 grams. BegoStone Plus™ plaster (Bego Dental, Bremen, Germany) was used with a 5:1 ratio of Bego power to water, and spherical molds were used for consistent sizing. All stones were dried and weighed prior to usage. A 600 cc round bottom rigid plastic container and urethane cover were used as a bladder model. A central aperture, accommodating a 30Fr sheath was fashioned allowing for rotational and depth manipulation of the nephroscope (modeling the mechanics of a percutaneous cystolithopaxy). A Karl Storz26 Fr rigid nephroscope was used with saline irrigation and Swiss Lithoclast™ probe (Electro Medical Systems, Nyon, Switzerland) to provide simultaneous ultrasonic and pneumatic fragmentation with continuous suction. The Swiss Lithoclast ultrasound probe used was 11.4Fr, and 403mm in length (FR-083), with a 3Fr pneumatic combination probe (EL-220) ( Figure-1) .
A phantom stone was placed in the bladder and subjected to 60 seconds of fragmentation, with or without UN stabilization (through the nephroscope) using a single operator. The UroNet Flexible Retriever (product no. 913604) produced by US Urology of US Endoscopy (Mentor, OH), has working length of 70 cm, 5.4Fr sheath diameter, and a 3.0x1.25 cm nylon net. Video endoscopy for scope manipulation was used to simulate routine surgical practice. Once located with the scope, the UN was advanced through the working channel, and the stone was captured.
Once stabilized by the net, the SL probe was advanced along side the UN through the working channel and directed on to the captured stone. Ultrasonic and pneumatic lithotripsy were used simultaneously at maximal power settings for 60 seconds. Stones and irrigation were then sifted through a 1mm strainer, and all retained fragments were recorded. Five trials were performed with and without the UN, during fragmentation. The number of fragments, maximum diameter of fragments, and change in dry weight were recorded. Durability was assessed after fragmentation by measuring netting defects and the change in grasp strength of the instrument.
Grasp strength testing involved trapping an 8 mm marble, and recording the closure force required to fracture the netting around the marble. These forces were then compared to brand new nets, and assessing the variation.
Means and standard deviations were used to summarize the data. Two tailed Student's T--tests were used (alpha <0.05) to compare results with and without UN. SPSS (version 20, Armon NY) was used for all statistical analyses.
RESULT
Mean time to stone capture, using UN through the nephroscope was 12s (range 8-45s). The average pre-fragmentation dry weight was similar for both trials (1.05 g+UN vs 1.02 g-UN), and diameters were standardized to 1 cm using the same mould for all stones.
After 60seconds of SL fragmentation, all UN captured stones were removed by withdrawing the pouch through the sheath. The remaining stones were collected from the strainer, and dried for one week. The change in dry weight when using UN was 22.6±0.02%, and 8.1±0.04% without UN (p<0.001). Lithotripsy with UN led to greater fragmentation (17±5 vs 5.0±4.1 fragments/stone, p=0.0029) and smaller average fragment size (3.6±0.51 mmvs 7.05±3.0 mm, p=0.035). Defects in the meshwork ranged from 2-14 mm, though all nets retained their original strength (36.8N), except one which was nonfunctional. This net developed a 14 mm defect too large to grasp the 8mm marble used for testing ( Figure-2) .
DISCUSSION
Endoscopic management of bladder stones offers unique challenges, some of which can be addressed by simultaneous fragmentation and stabilization. In conjunction with dual-modality lithotripsy provided by SL, the UN aided in improving fragmentation, and significantly reduced the amount of residual stone after 60s of breakage. This advantage is not limited to a percutaneous procedure, as it could easily be performed transurethrally. However, though improvements in fragmentation efficacy were identified, several issues concerning the UN design, prevents it from being the ideal tool for this indication.
Stone capture was straight forward, though controlling both the SL and UN through the working channel could be challenging. As the net closes around a stone it is tethered at the shaft's insertion, producing a fulcrum. As they exit the scope in parallel, depth becomes the probe's major degree of freedom. With minor adjustments of the nephroscope and rotation of the UN, the captured stone can be rolled into the probe's path. Once aligned, little manipulation is needed as probe suction keeps the netted stone in place. If the option was available to remove the UN sheath, and have the netting tethered by just a string within the scope, simultaneous manipulation would be greatly improved. Stone capture may be difficult if a stone is spherical, smooth, and greater than 2 cm in diameter. This leads to incomplete capture, and sliding of the nitinol frame off of the stone. In larger irregular stones, portions could be stabilized within the UN, fragmented and extracted, then repeated sequentially for the entire burden. However, in patients with significant stone burdens the indications for an open surgical approach should be individualized.
Bladder stone capture has been described using a laparoscopic entrapment sac through a 10 mm ports placed percutaneously in neobladders, augmented bladder, with simultaneous cystoscopic visualization (per urethra) (8). Lam et al., used a similar technique, fragmenting stones through a 30Fr sheath placed within the sac (after port removal), until small enough to remove through the 10 mm incision (6) . Percutaneous management is becoming popular in both adults and children, and using larger sheaths improves drainage, accommodates rigid nephroscopes, and allows removal of larger stones/ fragments (3) . It has also been shown to have comparable stone free rates as open surgery, in addition to being less painful and requiring shorter admission times (4) .
Holmium:Yag laser cystolithopaxy is commonly performed, with advantages in being performed transurethrally or percutaneously with both rigid and flexible instruments. A downside being laser fragmentation produces smaller fragments, and a significant amount of debris (9) . We have found lasers most useful in smaller stones treated transurethrally, or when anatomic challenges are present, we use flexible instrumentation. Unintentional mucosal injuries can occur when attempting to stabilize fragments against the bladder wall during fragmentation. Lasers can also be used during stone stabilization using the UN to reduce fragment dispersion, though net damage occurs with higher settings.
Designed for stone/tissue capture for extraction in the kidney or bladder, the UN's application in stabilization during lithotripsy offers several theoretical benefits. The risk of bladder injury may be lessened as the entrapped stone is maintained between the SL probe and bladder wall. In native bladders these injuries are of minimal significance, however in bowel augments or conduits they can easily cause transmural perforations. Sequestration of fragments until the pouch can be withdrawn through the 30Fr working sheath reduces the time spent in the localization and removal of loose fragments. Keeping millimeter sized particles and 'dust' trapped within the basket reduced the amount of residual stone matter that may not clear with outlet obstruction.
These theoretical benefits however, do not outweigh the limitations of this device when used for stabilization. Difficulties in simultaneous manipulation, and durability preclude it from everyday use with concomitant SL lithotripsy. The optimal size of the stone to be captured is also relatively small, though currently not defined. Though no freed netting fragments were encountered, the risk remains in foreign bodies leading to a future nidus for stones. Though alternatives may be utilized (baskets, graspers, etc), the circumferential netting provides and ideal configuration for fragmentation, without fragment spillage. Improvements in netting durability, shaft flexibility/removability and maximal diameter of applicable stone would make for an ideal instrument. Employing nitinol baskets, though resistant to fracture by SL fragmentation, would result in a similar distribution of fragments seen in non-stabilized procedures.
Limitations of this study include in vitro modeling and short trial times. Compared to typical bladder stone procedures, our trials were relatively short. However, within this time, fragmentation was significantly improved by stabilization, even with the shortcomings of the UN. The use of a 30Fr sheath with 1 cm stone, clinically does not require fragmentation, however as the purpose of this study was to measure fragmentation potential, extraction dynamics were not specifically investigated. Our model also may amplify shortcomings in durability as Bego stones are very hard, and by using a rigid bladder model, damage caused by the SL may have been higher than in situ. As such, an obvious limitation to the routine use of this instrument is the potential need for multiple devices.
The concept of stabilization may be useful in many situations, but with the limitations in stone size, durability and simultaneous maneuverability, the UN requires significant modifications prior to routine use.
CONCLUSIONS
In conclusion, bladder stone stabilization during SL lithotripsy improves efficacy, however, in its current configuration the UroNet Retriever is better suited for post-lithotripsy fragment removal.
